Amperometric determination of 2-benzothiazole sulphenamide accelerators.
A simple method for the amperometric estimation of N-cyclohexyl-2-benzothiazole sulphenamide, N-dicyclohexyl-2-benzothiazole sulphenamide, 2-(morpholinothio)benzothiazole and N-tert.-butyl-2-benzothiazole sulphenamide is reported. The results are obtained within 5 min and are correct within +/- 2.0%.